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Shipment: 295 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
ID Target* Limits Limits

Sample: Non Potable Water Purgeables

1,4-Dichlorobenzene ** ug/L 9513 USGS 86.9 858" 66.4 - 98.9 58.3-107 Satisfactory
EPA Code: N/A 0-4127-96 123 passed out of 124 reported resuils.
Benzene ** ug/L 9513 USGS 201 208*  16.4-25.2 142-27.4 Satisfactory
EPA Code: NIA 0-4127-96 118 passed out of 120 reported results.
Bromodichloromethane ** ug/L 9513 USGS 56.3 546" 44 4-67.8 386-73.7 Satisfactory
EPA Code: N/A 0-4127-96 98 passed out of 103 reported results.
Bromoform ** ug/L 9513 USGS <10 <11.0* Satisfactory
EPA Code: NI/A 0-4127-96 104 passed out of 104 reported results.
Carbon tetrachloride ** ug/L 9513 USGS <06 <100* Satisfactory
EPA Code: N/A 0-4127-96 97 passed out of 100 reported results.
Trichlorofiluoromethane ug/L 9513 USGS 873 829" 33.2-133 Satisfactory
EPA Code: N/A 0-4127-96 98 passed out of 100 reported results.
Chilorobenzene ** ug/L 9513 USGS 92.3 874~ 70.8 - 102 63.1-109 Satisfactory
EPA Code: NIA 0-4127-96 112 passed out of 115 reported results.
Dibromochloromethane ** ugfL 9513 USGS <10 <11.0* Satisfactory
EPA Code: NI/A 0-4127-96 101 passed out of 101 reported results.
Chioroethane ug/L 9513 USGS 588  66.1* 26.4- 106 Satisfactory
EPA Code: N/A 0-4127-96 98 passed out of 100 reported results.
Chloroform ** uglL 9513  USGS <024 <120* Satisfactory
EPA Code: NI/A 0-4127-96 104 passed out of 104 reported results.
Ethyl benzene ** ug/L 9513 USGS 105 107*  823-13.2 6.99-14.5 Satisfactory
EPA Code: N/A 0-4127-96 108 passed out of 118 reported resuits.
Methylene chioride ** ugf/L 9513 USGS 192 179" 13.3-237 10.7-26.3 Satisfactory

EPA Code: N/A 0-4127-96 99 passed out of 104 reported results.



